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Antibiotic resistance is a major global health concern that requires
action across all sectors of society. In particular, to allow conservative
and effective use of antibiotics clinical settings require better
diagnostic tools that provide rapid determination of antimicrobial
susceptibility. We present a method for rapid and scalable antimi-
crobial susceptibility testing using stationary nanoliter droplet arrays
that is capable of delivering results in approximately half the time of
conventional methods, allowing its results to be used the same
working day. In addition, we present an algorithm for automated
data analysis and a multiplexing system promoting practicality and
translatability for clinical settings. We test the efficacy of our
approach on numerous clinical isolates and demonstrate a 2-d re-
duction in diagnostic time when testing bacteria isolated directly
from urine samples.

antibiotic resistance | nanoliter wells | antibiotic susceptibility testing |
microfluidics | resazurin

Antibiotic/antimicrobial resistance (AMR) is among the
leading global health concerns to date (1–3). Due to an

overuse of antibiotics in medicine (1, 2) and agriculture (4, 5),
antibiotic resistance mechanisms commonly emerge and threaten
modern medicine by diminishing the utility of clinically relevant
antibiotics. In 2014, infections with AMR were estimated to take
the lives of over 700,000 people every year, and that number is
expected to rise to 10 million people by the year 2050 (6). In
addition, added and prolonged hospitalization due to AMR in-
creases the cost of healthcare and imposes a large economic
burden, one that is estimated to cost the United States $35 billion
a year (2) and is expected to cost the world $100 trillion by the
year 2050 (6). Antibiotic stewardship is an important approach
used to conserve the utility of antibiotics and, in clinical settings,
calls for the concomitant development of rapid diagnostics that
can aid in providing improved antibiotic regimens (7–9). Not only
can rapid diagnostics help guide proper antibiotic use but they
also can be a critical determinant of patient outcomes. For pa-
tients with septic shock, for example, it is estimated that for every
hour that effective antibiotic treatment is delayed survival rates
drop by ∼7.6% (10).
Current methods for antimicrobial susceptibility testing (AST),

a routine clinical test used to probe for resistant or nonresistant
(susceptible) phenotypes of pathogens, typically require between
2 d to 1 wk from the time of taking the sample. Sample processing
alone requires 24–48 h of incubation, and in the case of bacter-
emia and sepsis a blood culture incubation step is needed, which
has a standard culture time of up to 5 d (11, 12). AST testing itself
then takes an additional 8–24 h. During this time, to prevent the
worsening of the condition of the patient, the clinician will often
prescribe an antibiotic with a broad spectrum of activity in large
doses to ensure its efficacy on the target pathogen. This approach
facilitates the emergence of AMR in the clinic as well as damage
the human microbiota (2, 6, 9).
Classical clinical AST methods rely on measuring growth in-

hibition of bacterial films or “lawns” on solid agar supplemented

with growth medium in response to antibiotics diffusing from
paper disks (Kirby–Bauer disk diffusion) or diffusing antibiotic
gradients from strips (e.g., E-test). Although these methods are
robust, they require at least 1 d of incubation and significantly
lengthen the time to results. Liquid suspension-based methods
such as the broth microdilution method are considered to be the
gold standard for AST and are highly quantitative. In some cases,
they can yield results sooner than solid-phase tests due to the
increased growth rate capabilities of liquid-based media; how-
ever, these tests tend to be much more laborious. For this reason,
automated liquid-phase testing (e.g., VITEK 2 by BioMerieux
and Phoenix by Becton Dickinson) has become the popular
choice in centralized laboratories today and uses algorithms that
analyze the changing optical density of the samples due to bac-
terial growth. As a result, these methods offer improved speeds
over solid-phase tests and can deliver results in 6–24 h (13).
However, despite these advantages, current test speeds often
leave results unused until the next working day. In addition, the
test itself requires a pure bacterial culture that is derived from an
overnight, culture-dependent plating step (solid-phase incuba-
tion). Current test speeds can be attributed to the sensitivity of
optical density-based measurements, requiring massive pro-
liferation to induce a detectable change. Genotypic AST, which
has recently gained momentum, aims to deliver extremely rapid
AST results (1–3 h) by probing for the presence of specific ge-
netic sequences that are known to cause phenotypic resistance
(14). The main drawback with this approach is that only known
sequences associated with resistance can be targeted. Not only
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are there many more sequences that have yet to be elucidated
(15), but new forms of resistance are out of reach.
Previous research efforts have resulted in a number of ap-

proaches to provide a faster phenotypic AST. More specifically,
it has been shown that AST can be performed within a few hours
by using single-cell optical imaging to monitor proliferation at
different antibiotic conditions. Single-cell imaging has been
coupled with various bacterial immobilization techniques such as
agarose gel immobilization (16), dielectrophoresis-facilitated
trapping (17), confined microchannels with electrokinetic load-
ing (18), and valve-actuated filling of nanoliter wells (19).
However, these methods require high-resolution optics and time-
lapse investigation of multiple locations, making them expensive
and complicated to multiplex and parallelize for high-volume
clinical use. Other contributions for reducing AST time bypass
the need to image individual cells while remaining sensitive by
implementing other unique detection schemes such as sensitive
changes in mass measured with a microchannel-embedded can-
tilever (20, 21), asynchronous magnetic bead rotation (22), or by
speeding up cell growth with higher oxygen delivery using high-
surface-to-volume-ratio microchannels (23). However, these
schemes often involve complicated readouts and have not been
demonstrated in a format that promotes automated data col-
lection or multiplexing for different antibiotics or antibiotic
concentrations. Methods that implement gradients of antibiotics
(24, 25) vastly improve on multiplexing by simultaneously testing
a range of antibiotic concentrations but require constant flow of
antibiotics to hold the gradient profile, thereby limiting the
number of simultaneous tests that can be performed.
Resazurin is a fluorescent dye that is minimally toxic and

commonly used for cell viability assays. Cellular reduction po-
tential causes an irreversible reaction of resazurin to resorufin, a
reduced molecule exhibiting strong fluorescence characteristics
unlike its unreduced counterpart. In a growth culture, this reaction
occurs at a rate proportional to that of the aerobic respiration of
cells in the medium (26). Due to the high sensitivity of fluorescent
detection systems, resazurin has been used to monitor the viability
of individual bacteria without the need for imaging individual
cells, thereby bypassing the requirement for high-resolution optics
and opening the doors to high-throughput scanning and paralle-
lization. This sensitivity can aid in discerning between more min-
ute changes in bacterial concentration or metabolic states of the
culture compared with traditional optical density-based readouts.
Boedicker et al. (27) used resazurin to achieve AST by single-cell
viability tracking of stochastically confined bacteria in droplets.
However, complex device setup, droplet handling, and data col-
lection make it impractical for the large number of droplets
needed for high-volume susceptibility profiling. Churski et al. (28)
developed a novel microfluidic resazurin-based device, capable of
performing AST within 3 h, that improves on sample preparation
and data collection by implementing automated and pre-
programmed droplet formation and sequential detection using an
on-chip fiber optic. However, as in the work of Boedicker et al.
(27), droplets are mobile, making their manipulation, handling,
and tracking relatively complex. Storing of the droplets is never-
theless stationary but their indexing is encoded spatially within
detachable tubing, making storage and data collection less prac-
tical for large sample numbers faced in hospitals. Weibull et al.
(29) introduced a glass slide with a layer of silicon containing
hundreds of nanoliter wells for rapid AST that offers simple
loading, multiplexing, and imaging. Growth is observed using
optical density, but an improvement in speed is attributed to the
implementation of an algorithm that calculates the duration of the
lag phase of bacterial growth. However, in this system the cultures
within the wells are not completely isolated and can share mole-
cules via diffusion, thereby reducing the independence of the
cultures and limiting the multiplexing ability. Finally, previous
research efforts mostly test only single or a few control strains of

bacteria, making it difficult to estimate the characteristic time to
results of the system when used with different bacterial types,
which more resembles clinical-use cases.
Herein, we present a system that combines the resazurin assay

with a nanoliter well array containing lyophilized antibiotics
within each well, forming a system with multiplexing potential
that can be operated in a practical manner. Because well vol-
umes are small and chemically isolated, the fluorescence buildup
(i.e., metabolism) of a small number of bacterial cells can be
detected for different antibiotic conditions simultaneously. The
system provides rapid, same-day AST results requiring two or-
ders of magnitude fewer reagents than current clinically available
liquid-phase testing systems. Loading the sample can be easily
achieved by hand, with a single-step injection using a conven-
tional laboratory pipette, increasing its range of applications,
such as for resource poor settings, by reducing its dependency on
large and expensive accompanying machinery. In this paper, we
demonstrate the efficacy of our assay by testing clinical isolates
and directly comparing our results to those obtained in the clinic
using conventional automated liquid testing. We also demon-
strate the multiplexing potential of the system by introducing
antibiotic lyophilization and array parallelization. We develop an
algorithm for automatable analysis of results and production of
susceptible/resistant (S/R) determinations. Finally, we investi-
gate the potential for the stationary nanoliter droplet array
(SNDA)–AST system to reduce sample preparation time for
urinary tract infections (UTIs) by performing AST directly on
bacteria harvested from clinical urine samples. By bypassing the
solid-phase incubation step, up to 2 d of clinical diagnostic time
can be saved using this system.

Description of the SNDA–AST System
The method uses the SNDA (30) as a base platform for simple
well loading/stationary droplet formation. The microfluidic
device can interface with nearly any substrate, such as a con-
ventional microscope glass slide, and can be loaded with a
conventional 10-μL pipette. Each array consists of 200 wells of
8 nL, branching off a main channel (Fig. 1A). Well dimensions
are 200 μm × 400 μm × 100 μm (width × length × height) and the
main channel is 300 μm wide. Restrictions are 2–5 μm wide and
serve as unique structures that are specifically designed to allow
air in the wells to escape to surrounding channels, thus facili-
tating simple capillary-based filling. The system uses the stan-
dard AST cell concentration as well as growth medium (Mueller
Hinton II, or MHII) to improve clinical translatability and in-
terpretability using known standard breakpoints produced by
organizations such as the European Committee on Antimicrobial
Susceptibility Testing (EUCAST) and the Clinical & Laboratory
Standards Institute. The well volume was set specifically so that
the standard AST cell concentration (5× 105   cfu=mL) would
produce an average of 4 cfu per well. This number was chosen
specifically to balance three design considerations: (i) to use the
minimal amount of bacteria possible to aid in the compatibility
of future novel sample preparation schemes, (ii) to have large
enough wells so that the standard AST testing concentration
would result in a sufficient amount of bacteria per well to pro-
duce a predictable distribution of bacterial loading as governed
by the Poisson distribution, and (iii) to maximize sample dis-
persion. Dispersion of the sample into hundreds of smaller
nanoliter volumes serves to capture more cell–cell heterogeneity
while lowering sample volumes. Because each well holds only
8 nL, each testing treatment requires <2 μL. In addition, sample
dispersion increases the surface area-to-volume ratio of the
cultures by an order of magnitude, thereby promoting increased
gas transport and growth rates and faster AST times. Finally,
sample dispersion can theoretically lower the rate of false-
positive results by quarantining unrelated pathogens or con-
taminants to only a few number of wells.
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Principle of Operation
The sample is loaded with a single-step injection of a two-plug
solution using a conventional laboratory micropipette (Fig. 1A).
The first, or bottommost, plug is a ∼1.6 μL bacterial suspension
of 5× 105   cfu=mL supplemented with 10% resazurin. The sec-
ond, or topmost, plug contains ∼3 μL of FC-40 oil. The two-plug
solution is achieved simply by aspirating the respective liquids
sequentially. Low-pressure loading is enabled by restrictions in
the well, allowing the volume of air in the wells to escape and be
replaced by that of the liquid, making loading by hand possible
using this system (Movie S1). After the first plug containing the
bacteria flows in and fills the cavities of the reservoirs the oil plug
follows and fills the main channel, thereby separating the wells
with an immiscible barrier, effectively discretizing the sample
(Fig. 1B, step 1). We specifically use fluorinated oil because it
allows delivery of dissolved oxygen to the culture chambers while
preventing evaporation of the well contents. In this work, an
array is loaded for each testing treatment, and for each experi-
ment a positive and negative control are included. We defined
the positive control to be the bacterial testing suspension without
the addition of any antibiotics and the negative control to be the
bacterial testing suspension with the addition of sufficiently high
amounts of antibiotics (one to two orders of magnitude higher in
concentration to that of the testing concentration). We specifi-
cally chose this model for a negative control to account for any

interactions between dead or nonproliferating bacteria in the
system with resazurin that would not be present in a negative
control composed simply of sterile growth medium with resa-
zurin. For all experiments 100 wells were analyzed for each
treatment (e.g., positive control, negative control, and ampicillin
8 mg/L) to account for nonuniform cell loading according to the
Poisson distribution with λ = 4 cells per well, a 95% confidence
level, and a 10% acceptable error (Fig. S1). Although only 100 wells
are needed for analysis, in this work we used arrays containing
200 wells due to fabrication yield and loading aspects that seldom
reduce the number of usable chambers. The fluorescence buildup
within the wells indicates the level of metabolic activity occurring in
the culture and is measured every 30 min for different antibiotic
conditions to obtain results (Fig. 1B, step 2).

Time to Results and Data Analysis
For automatable S/R determination we develop an algorithm
that analyzes the kinetic growth curves of each well to make
rapid determinations. After subtracting the data by the average
rise profile of the negative control (Fig. 2A) we fit the rise profile
of each well (100 wells per treatment) to both a linear and ex-
ponential model. Then, by comparing the goodness of the fit
through the rms error, we keep only the best-fitting model for
each specific well. The instantaneous slope of each fit is calcu-
lated analytically from the model equation and the slopes of the

Fig. 1. Device design and principle of operation. (A) Illustration of SNDA–AST device on a conventional microscope slide being loaded with a conventional
10-μL pipette. The SNDA device consists of two rows of 8-nL wells connected by a main delivery channel. Each well contains ∼3-μm restrictions that allow the
air to escape to two surrounding channels, thus facilitating simple capillary based filling. (Inset) 1, 200 μm; 2, 400 μm; 3, 100 μm; and 4, 2–5 μm. (B) Step 1: The
SNDA-based AST device is loaded with a single-step injection of a two-plug formulation of the bacterial suspension with 10% resazurin followed by a plug of
FC-40 oil. The purpose of the oil is to discretize the sample by isolating the wells while delivering oxygen and preventing evaporation. Step 2: The well
fluorescence, indicating the level of metabolic activity occurring in the culture, is measured every 30 min and is proportional to the amount of
bacteria/metabolism in the well. Bacteria are not drawn to scale.
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fits are averaged for each treatment at the last time point along
the curve (Fig. 2B). This process is then repeated, and new fits
are generated for each data point that is collected. For each
experiment we used the difference in the average slopes of the
positive and negative control to define a working range, Δ, for
which we compare the slopes of the treatments for the S/R de-
terminations. Treatments with slopes that were ≤30% of Δ were
considered susceptible. Treatments with slopes that were ≥60%
of Δ were considered resistant. These thresholds were optimized
based on an existing dataset (see Methods for more information).
Slope comparisons between the treatments and the thresholds of
the working range were performed with a one-tailed t test with
significance level of α= 0.95, thus allowing the method to use
both the effect size (31) and P value for making determinations.
In addition, to help avoid nonmeaningful determinations in the
early stages of the growth curves, a logistical restriction was set
so that determinations could only be made once there was a
significant difference between the slopes of the positive and
negative controls. We then visualize the results in the form of
S/R determinations over time (Fig. 2 C and D) and consider the
correct determination to be the one that the algorithm converges
for sufficiently long times. The time to result is then defined as
the time at which the algorithm made a decisive decision, that is,
one that did not change for the remainder of the analysis pe-
riod. Fig. 2 C and D and present the determination plots for

treatments 1 and 2 from the dataset displayed in Fig. 2 A and B
that produced resistant and susceptible determinations, respectively.
We applied our determination assay and algorithm based on a
“crude” minimum inhibitory concentration (MIC) of a single
breakpoint concentration to a wide range of different microor-
ganisms and antibiotic combinations and assessed the time to
result. We then aggregated the result times from the different
experiments to determine the characteristic time to results (Fig.
2E). Using this system, designations are evident in less than 5.5 h,
with >80% of designations evident in 4.5 h or less, whereas the
results on the same samples using the VITEK 2 took longer than
the typical 8-h workday. We also found that our S/R determi-
nations matched the determinations obtained in the clinic using
the VITEK 2, as interpreted by EUCAST guidelines (32). Table
1 lists the 12 bacteria–antibiotic combinations that we tested and
used for the time analysis. We designed our experiments in a
manner that allowed us to test both gram-positive and -negative
bacteria from different families as well as antibiotics from dif-
ferent mechanistic classes. In addition, we aimed to include both
resistant and susceptible determinations in the analysis.

Antibiotic Incorporation via lyophilization and Multiplexing
We developed a lyophilization scheme to incorporate freeze-
dried antibiotics within the wells of the SNDA before sample
loading to improve ease of use, practicality, and multiplexing. To
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Fig. 2. Time to S/R determination. (A) First, the fluorescent profile of each well is normalized to the average profile of the negative control by subtraction.
Here, data for Klebsiella pneumoniae are used where treatments 1 and 2 were assigned resistant and susceptible determinations, respectively. Averages of
each treatment are shown. Next, the normalized profile of each well is fit to both a linear or exponential model with an offset however only the ‟best”model
is kept, using the root mean square error as a determiner. (B) Slope distributions are then obtained from the fits created for every time point. This is done
iteratively after every data point collected using all data points collected up to that time point for the fits. Here the slopes of the fits created at the last time
point are shown. (C and D) Finally, determinations are made for each treatment by categorizing the average slopes of the treatments using fixed fractional
thresholds of that of the normalized positive control. We define the time to results as the time point at which the algorithm has presented a decisive de-
termination (one that does not change for the remainder of the experiment). (E) A summary of AST times obtained for the clinical isolates studied in this work
using the SNDA–AST system compared with the time to results obtained in the clinic for the same isolate sample using the VITEK 2 AST system. Blue circles
represent susceptible determinations, green circles represent resistant determinations, and orange circles marked with a “V” present the results obtained by
the VITEK 2 AST system in the clinic. A red dashed line illustrates the ending of a typical 8-h work day.
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lyophilize antibiotics within the SNDA, before the AST experi-
ment, we loaded liquid antibiotics at the target concentration in
the SNDA and separated the wells with air instead of oil. Next,
we froze the arrays at −80 °C for 40 min and subsequently placed
them into vacuum chambers for overnight lyophilization in a
lyophilizer machine (Fig. 3A). After lyophilization, these devices
had dried antibiotics within the wells and were then ready to be
used for AST experiments and loaded with a bacterial suspen-
sion using the normal loading procedure mentioned previously.
Using this method we observed similar kinetic growth profiles
with freeze-dried antibiotics compared with those obtained using
the equivalent “wet” antibiotics that we supplemented before
loading (Fig. 3B).
To demonstrate the concept of multiplexing through paralle-

lization we designed a device of two parallel and interconnected
arrays for which two different antibiotics can be lyophilized
within the wells of each array (Fig. 3C). Using this system, we
could investigate the susceptibility of Escherichia coli to genta-
micin and ampicillin simultaneously and confirm that our

determinations matched the expected determinations (Fig. 3D)
that were produced by the VITEK 2 for the same strain.

Same-Day Detection and AST for UTIs
UTIs are among the most common type of bacterial infections
dealt with in the clinic and pose a significant healthcare burden
(33). After a urine sample is collected, current clinical protocols
dictate the need to culture the sample on an agar-growth me-
dium to first confirm the presence of bacteria in the sample,
isolate the bacteria from the urine, and identify the purity of the
culture (34, 35). This step is necessary because most urine cul-
tures for suspected UTIs yield negative results (do not contain a
significant concentration of bacteria). However, urine cultures
require 18–24 h of incubation, and only after that can AST
testing begin, thereby greatly lengthening the diagnostic time.
Here, we investigated the ability to perform rapid AST directly
on bacteria collected from fresh urine samples to skip the plating
and incubation steps and provide same-day AST results. Because
current plating and AST methods only yield results the next

Table 1. Experiments used to estimate the time to S/R determination of the SNDA–AST device

Bacteria Isolate Source SNDA–AST determination (time) VITEK 2 (laboratory) determination (time)

E. coli Clinical Urine AMP 8 mg/L – S (5.00 h) CIP 0.5 mg/L – R (4.00 h) AMP – S CIP – R (9.75 h)
K. pneumoniae Clinical Urine AMP 8 mg/L – R (4.50 h) GEN 2 mg/L – S (2.00 h) AMP – R GEN – S (8.75 h)
Staphylococcus aureus Clinical BAL PEN 0.125 mg/L – R (2.50 h) CIP 1 mg/L – S (4.00 h) PEN – R CIP – S (9.75 h)
Staphylococcus haemolyticus Clinical Urine CIP 1 mg/L – S(5.35 h) ERY 1 mg/L – S (3.85 h) CIP – S ERY – S (9.75 h)
Acinetobacter baumannii Clinical Burn CIP 1 mg/L – S (4.25 h) CST 2 mg/L – S (2.25 h) CIP – SCST – S (9.25 h)
Citrobacter freundii Clinical Urine CIP 1 mg/L – S (4.50 h) GEN 1 mg/L – S (4.50 h) CIP – S GEN – S (9.50 h)

For each experiment we list the type and source of the bacteria and provide a comparison between the results (determinations and time) obtained in the
clinic with the VITEK2 and in our laboratory using the SNDA–AST system. In our experiments using the SNDA–AST system, breakpoint concentrations were
used according to the EUCAST standards and S/R determinations were made accordingly. BAL, Bronchoalveolar lavage. Antibiotics: AMP, ampicillin; CIP,
ciprofloxacin; CST, colistin; ERY, erythromycin; and GEN, gentamicin. Interpretation: R, resistant and S, sensitive.

B

D

Load
an bio cs
into SNDA
and freeze
(-80°C) for
40 min

Freeze dry
(lyophilize)
overnight

Prepare
Bacteria for
seeding at
concentra
on of 5*105

CFU/ml

Load
bacteria
into SNDA
(an bio cs
redisolve)

A

C

An bio c 2
200 wells

An bio c 1
200 wells

Fig. 3. Antibiotic incorporation via lyophilization and multiplexing. (A) Workflow illustration for antibiotic loading and lyophilization. (B) Comparison of the
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parallel SNDA–AST device, confirming that this isolate of E. coli is resistant to ampicillin and susceptible to gentamicin. Error bars in all graphs present 95% CIs
on the mean.
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working day, we hypothesized that using the SNDA–AST system
directly on bacteria harvested from urine samples can save ∼2 d
of clinical diagnostic time (Fig. 4A).
Performing AST directly on urine samples requires that the

urine be used as a growth medium. This can alter growth kinetics
and thus affect determinations and their compatibility with
breakpoint standards for interpretation. In addition, extraneous
components in the urine sample could cause inaccurate testing.
Instead, we opted to use a series of carefully designed filtering
steps to isolate the bacteria directly from clinical urine samples
into our growth medium of choice. First, the sample is filtered
sequentially through a series of a 5-μm filter followed by a 0.22-μm
filter (Fig. 4B and Fig. S2A). The 5-μm filter traps WBC and
large debris that may be present in the sample and the 0.22-μm
filter traps the bacteria. Second, the standard AST growth me-
dium is passed through the opposite direction of the 0.22-μm
filter only, consequently flushing out the bacteria that were

trapped during the first filtering step. The bacteria that are re-
moved during this process are kept for use in AST. The ratio of
volumes of the urine sample to the volume of the growth me-
dium used is roughly 5:1, which consequently concentrates the
bacteria five times in the growth medium compared with the load
in the original urine sample. Because positive urine samples of
patients with UTI generally contain more than 105 cfu/mL bac-
teria, this ensures that there will be a high-enough concentration
to perform AST accurately when taking into account the esti-
mated efficiency of the filtering scheme (Fig. S3). Also, the
SNDA–AST system requires only a few tens to hundreds of
microliters of a 5× 105cfu=mL solution and urine samples are
generally collected in volume of ∼9 mL, and thus sufficient
sample volume is most likely not a concern with this system.
Next, because AST requires a specific bacterial concentration,
the sample is adjusted to the correct concentration by manually
probing the average number of bacteria per well (Fig. S2B) in the
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SNDA and diluting accordingly. Finally, AST is performed using
the SNDA–AST using the same methodology mentioned earlier.
If developed, perhaps an image analysis program can perform
counting before AST automatically and also give insight into the
gram classification of the bacteria with some level of confidence.
We next aggregated the time to results of 10 bacteria–antibiotic

combinations from five clinical urine samples using this system
(Fig. 4C). We observed times similar to those found in our time
analysis with the clinical isolates shown in Fig. 2B. This allowed us
to validate our hypothesis that this method is capable of shaving up
to 2 d off the clinical diagnostic timeline for UTIs. Table 2 sum-
marizes the experiments performed and results obtained on clinical
urine samples for the time analysis of AST for UTIs. We found our
determinations to match the determinations obtained using the
VITEK 2 in the clinic, with the exception of two cases (single
determinations in Exp. 2 and 4). For these discrepancies, the re-
sults obtained by a bulk control ran in parallel did match the
VITEK results (Fig. S4), indicating that there was no problem
regarding the accuracy of the resazurin assay itself, but rather that a
delayed proliferation cycle was present. For these experiments, we
hypothesize that this delayed growth cycle is most likely attributed
to a pronounced lag phase associated with the bacteria coming
directly from patient urine samples which, for the work described
in this paper, were stored in a refrigerator overnight before use.

Discussion
A few hours could mean the difference between same-day and
next-day results. Because the general working day is approxi-
mately 8 h long, AST systems that approach or exceed this
amount of time to yield results are more likely to allow appro-
priate treatment to be administered only the next working day.
Our results from testing 12 bacteria–antibiotic combinations

suggest that same-day AST results are possible using the SNDA–

AST system. The use of resazurin as a reporter allows for higher
sensitivity for detecting bacterial cell viability compared with that
with optical density-based systems. Furthermore, because bac-
terial isolation via plating takes an additional day, simple sample
preparation methods, such as the urine filtration method dem-
onstrated here, can help reduce the diagnostic timeline by a
number of days via directly transferring the bacteria from the
sample to a usable and standard format for AST. Our results from
testing 10 bacteria–antibiotic combinations from clinical urine
samples showed AST times similar to those obtained from the
standard isolate protocol with two exceptions that did not produce
rapid determinations. Both exceptions were associated with a
delayed growth cycle beyond the observation period (false nega-
tive determining S instead of R), and a closer look at the data
revealed slight evidence of signal growth during the observation
period that may be attributed to metabolizing bacteria in the lag
phase that did not undergo significant proliferation (Fig. S5).
These findings suggest that further improvements to the analysis
algorithm (e.g., through the use the absolute fluorescence intensity

values rather than only the slopes) may be of value. For positive/
negative urine sample detection we believe that an automated
system based on image analysis can be developed and may also be
able to give insight into the gram classification of the organism.
Regarding identification, a separate method may be used for.
Although MS is commonly used for identifying isolate colonies it
is not yet commonly performed on urine samples directly, al-
though it is possible (35).
The use of resazurin not only allows for more sensitive bacterial

cell viability detection than optical density-based systems but it
also maintains the ability to quickly image well intensities (scan)
and obtain results without high-magnification imaging of bacterial
cells themselves. Overall, this allows for higher throughput, par-
allelization of sample processing, and decreased cost and com-
plexity. In this study, a 4× objective was used for scanning 20 wells
per image, allowing for four arrays of an assay to be scanned in
∼24 s. Scanning four antibiotic concentrations for a panel of
10 antibiotics (40 treatments) would then take ∼4 min. Because
the time interval between scanning the same sample is 30 min,
seven of these multiplexed tests could be scanned by the same
instrument simultaneously. Regardless, signal intensity was plen-
tiful in our setup. Using PrestoBlue, an N.A. of 0.1, and a CCD
camera with 5 × 5 binning, we were able to image using <40-ms
exposure times. For comparison, a standard 1× objective with an
N.A. of 0.04 will produce ∼40% the signal intensity of the previous
objective, making data acquisition still possible using slightly
higher exposure times and can allow for scanning four times as
many samples simultaneously for high-throughput applications.
Also, using an LED-based illumination source can obviate the
need for a mechanical shutter and furthermore decrease the
scanning time by half. Finally, the number of wells analyzed per
treatment drastically changes with the allowable acceptable error
and confidence according to the Poisson distribution (Fig. S1) and
thus can be an important parameter to optimize. For example, for
the same confidence level, a 10% reduction in the allowable error
can reduce the number of wells per treatment from ∼100 to ∼25.
Consequently, this method can be expanded to testing a multitude
of concentrations per antibiotic for a full panel of antibiotics. Our
analysis method can then be adopted to solve for a more full MIC
to produce more accurate S/R determinations.
The work presented here investigated six clinical isolates and

five urine samples and in some cases, such as with enterococcus
(which is notorious for having a relatively long doubling time),
times to designations were interestingly short. This could possibly
be due to the ability of resazurin to monitor cell viability through
metabolism and independently of proliferation. Also, our sample
preparation steps including filtering and concentration adjust-
ment, which took 30–50 min, could have possibly reduced the lag
time during the subsequent AST test for these bacteria associated
with the refrigerated urine samples. Nonetheless, for AST isolated
nanowells have the advantage of capturing bacterial heterogeneity
more accurately and can possibly help reduce false positives/false

Table 2. Experiments used to assess the efficacy and time to results of the SNDA–AST assay performed on bacteria
extracted directly from clinical urine samples

Exp. Organism SNDA–AST determination (time) VITEK 2 (laboratory) determination (time)

1 K. pneumoniae AMP 8 mg/L – R (3.5 h) CIP 0.5 mg/L – S (3.5 h) AMP – R CIP – S (9.25 h)
2 K. pneumoniae AMP 8 mg/L – R (5.5 h) CIP 1 mg/L – S (4.0 h) AMP – R CIP – R (9.0 h)
3 Enterococcus faecalis AMP 8 mg/L – S (1.0 h) CIP 4 mg/L – S (3.5 h) S – AMP S – CIP (11.0 h)
4 E.coli AMP 8 mg/L – S (5.0 h) CIP 0.5 mg/L – S (5.0 h) R – AMP S – CIP (11.75 h)
5 E. coli AMP 8 mg/L – R (4.5 h) CIP 0.5 mg/L – R (5.5 h) R – AMP R – CIP (8.5 h)

For each experiment we list the type of bacteria and provide a comparison between the results (determinations and time) obtained
in the clinic with the VITEK2 on isolates after plating and in our laboratory using the SNDA–AST system on bacteria directly from the
urine samples. Antibiotic concentrations were chosen to be the breakpoint according to the EUCAST standards and S/R determinations
were made accordingly. Antibiotics: AMP, ampicillin and CIP, ciprofloxacin. Interpretation: R, resistant and S, sensitive.

Avesar et al. PNAS | Published online June 26, 2017 | E5793

EN
G
IN
EE

RI
N
G

A
PP

LI
ED

BI
O
LO

G
IC
A
L

SC
IE
N
CE

S
PN

A
S
PL

U
S

http://www.pnas.org/lookup/suppl/doi:10.1073/pnas.1703736114/-/DCSupplemental/pnas.201703736SI.pdf?targetid=nameddest=SF4
http://www.pnas.org/lookup/suppl/doi:10.1073/pnas.1703736114/-/DCSupplemental/pnas.201703736SI.pdf?targetid=nameddest=SF5
http://www.pnas.org/lookup/suppl/doi:10.1073/pnas.1703736114/-/DCSupplemental/pnas.201703736SI.pdf?targetid=nameddest=SF1


negatives by confining or quarantining contaminations or un-
explained phenomena to individual wells. Finally, the low reagent
consumption of the system, <1 μL per test treatment, compared
with hundreds of microliters to milliliters per test treatment for
conventional methods, can drastically help lower costs and labo-
ratory space requirements while potentially improving reliability
due to a decreased quantity requirement of antibiotics, which may
be produced from different batches where potency can vary.
Perhaps most importantly, in consequence of using low reagent
volume, the SNDA–AST system requires less than three orders of
magnitude fewer bacteria, which opens the door to further shorten
sample preparation, notably incubation, especially with samples
containing a relatively low pathogen load. We note that the
principle of direct bacterial isolation from patient samples and
testing using the SNDA–AST system can possibly be applied to
other sample types as well, although sample preparation tech-
niques would likely differ for each sample type given the differ-
ence in pathogen load and biological background complexity.

Methods
Device Fabrication. SNDA–AST devices were made from polydimethylsiloxane
(PDMS) (Silgard 184; Dow Corning) using a silicon mold fabricated using
deep reactive ion etching. For this, silicon-on-insulator wafers were used
with a device layer of 100 μm and a BaO layer that served as an etch-stop to
create flat channel profiles. PDMS was mixed with a 1:10 curing agent to
polymer base ratio (by mass) and cured for 4 h in a 70 °C convection oven.

Device Loading/Operation. The inlet of the SNDA–AST device was made using
a 1-mm biopsy punch and a 10-μL pipette was used for the injection with
conventional matching pipette tips. To create the two-plug solution, 3 μL of
FC-40 oil was first aspirated with the pipette set to 3 μL. Next, the pipette tip
containing the 3 μL of oil was dipped into the sample containing the bac-
teria and 1.6 μL was aspirated by turning the pipette set wheel from 3.0 to
4.6 μL. The SNDA–AST device was loaded by first loading the sample with a
single step two-plug injection using a conventional laboratory pipette. Be-
fore incubation, the secondary channels were also filled with oil to help
prevent evaporation. A video demonstration can be seen in Movie S1.
Loading of the parallel SNDA–AST devices was achieved using the shared
inlet and the same aforementioned loading protocol.

Antibiotic Susceptibility Experiments. In all experiments, MHII (90922; Sigma-
Aldrich), a standard AST growthmedium, was used. Antibiotic solutions were
prepared from powdered stocks and used either the same day or frozen in
aliquots at −20 °C for no more than 30 d. Bacterial suspensions were pre-
pared by inoculating a colony from a fresh streak plate into MHII and vortex
mixing for 60 s. For all experiments, the standard AST bacterial concentra-
tion of ∼5× 105cfu=mL was estimated using optical density measurements
(NanoDrop ND-1000) that were calibrated previously with corresponding
traditional plate counts.

In each experiment one array was loaded for each testing treatment. We
defined the positive control to be the bacterial testing suspension without the
addition of any antibiotics and the negative control to be the bacterial testing
suspension with the addition of sufficiently high amounts of antibiotics (one to
two orders of magnitude higher in concentration to that of the testing con-
centration). The antibiotic types used for the negative control were chosen
based on their broad spectrum of activity.We specifically chose thismodel for a
negative control to account for any interactions between dead or non-
proliferating bacteria in the systemwith resazurin that would not be present in
a negative control composed of simply sterile growth medium with resazurin.

For all experiments not involving lyophilized antibiotics (clinical isolates
and urine samples) the bacterial suspension was supplemented with 10%
resazurin solution (PrestoBlue; Molecular Probes) and supplementedwith the
appropriate amounts of antibiotics before loading into the SNDA–AST de-
vice. A one-step injection of a two-plug solution containing the bacterial
suspension and FC-40 oil was used as mentioned previously. Each experiment
used four SNDA–AST devices placed (positive control, negative control, and
two treatments) in parallel on a one-well plate filled with ∼30% water to
create a humid chamber during imaging.

Imaging was performed with an inverted epifluorescent microscope (Zeiss
Axiovert 200M) equipped with an incubation chamber (Pecon xl-3 s1 054) set
to 37 °C, a CCD camera (Zeiss Axiocam MRm), and a 120-W mercury arc lamp
(Excite 120Q). All images were taken using a 4× (Zeiss Achroplan, N.A. 0.10)
objective and at 40× total magnification, which allowed for monitoring the

fluorescence of 20 wells per image (two rows of 10 wells). For each experi-
ment, each position was imaged every 30 min for 7 h. Although the start time
for each experiment was recorded as the moment the resazurin was added to
the bacterial suspension and not when the imaging began. In addition, in each
experiment, the bacterial suspension with resazurin was used to perform a
“bulk” experiment similar to that of the broth microdilution method to verify
the results of the algorithm with the colorimetric results of the bulk assay that
were obtained the following morning. Resazurin and its reduced version,
resorufin, are known to have colorimetric properties as well, which allows
results to be interpreted in colorimetrically at the expense of sensitivity and
assay speed. We found the results of the colorimetric bulk assay to match the
results of the SNDA–AST determinations with two exceptions, one of which is
presented in Fig. S4. Antibiotic concentrations were chosen according to ver-
sion 6 of the EUCAST breakpoints (32).

Data Analysis and S/R Determination. The fluorescence of the medium within
thewellswas calculatedby averaging the pixel intensities in a given rectangular
region which accounts for ∼50% of the well area in the image. A custom
MATLAB script was used to analyze the images with high throughput as well
as determine the S/R detection times. For all experiments, 100 wells were
analyzed for each treatment (e.g., positive control, negative control, and
ampicillin 8 mg/L) to account for nonuniform cell loading according to the
Poisson distribution with λ = 4 cells per well, a 95% confidence level, and a
10% acceptable error (Fig. S1). The data shown are normalized by subtraction
to the negative control to account for the natural reduction of Resazurin in
this setup. Determinations were produced using the method mentioned pre-
viously in the results section. The S/R thresholds were optimized based on this
dataset to produce the most rapid determinations that still matched those
produced by the VITEK. Although we found these threshold to be rather in-
sensitive to change, because a 10% change in the resistant threshold changed
determination times by an average of ∼20 min.

Antibiotic Lyophilization Within the SNDA–AST Device. A liquid suspension of
antibiotics at the target concentration was prepared and loaded into the
SNDA–AST device and sheared with air using the aforementioned single-
step loading method of the two-plug solution consisting of a plug of bac-
terial suspension followed by a plug of air. The device was then incubated
for 40 min at −80 °C and subsequently placed in a glass jar for overnight
lyophilization (FreeZone; Labconco). Reconstitution with a bacterial sus-
pension containing 10% resazurin was performed using the normal SNDA–
AST loading protocol for each experiment.

AST on Urine Samples. Anonymous discarded clinical urine samples were
obtained from Rambam Hospital, Haifa, Israel with the consent of the
Rambam IRB from patients that were confirmed to have UTIs by the hospital.
Samples were refrigerated overnight until they were confirmed positive by
the hospital and transferred to our laboratory for testing. Our AST assay was
performed on these clinical samples using methods described above. Filter-
ing of the urine samples (Fig. S2A) and replacing the urine with fresh me-
dium was performed at a ratio of 5:1 urine:medium, which led to a 5×
concentration of the bacteria in the urine sample to account for losses
during the filtration scheme. Depending on the sample, clogging of the
0.22-μm filter sometimes occurred before being able to reach a concentra-
tion ratio of 5:1. It is unclear whether the bacteria themselves or the pyuria
(pus) was responsible for clogging the filters. However, if clogging did occur,
we simply filtered as much urine as permissible due to clogging (<5 mL) and
found that there was still substantially enough bacteria for testing in these
cases. Adjusting the cell concentration after bacterial isolation via filtering
was achieved using a phase-contrast microscopy analysis of the bacterial
sample in the SNDA. Because wells of the SNDA contain a known volume of
liquid, the average number of bacteria per well were counted manually for
∼20 wells and the concentration of the sample was determined (Fig. S2B).
After appropriate dilution, the sample was counted again in the same way
to confirm the correct concentration before initiating the experiment. Total
sample preparation time, including the time for filtering and concentration
adjustment, took 30–50 min during our experiments in the laboratory.
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